Management of loose Choyce-style anterior chamber lenses.
Loose Choyce-style anterior chamber intraocular lens implants were removed from four patients. We offer general and specific guidelines for the management of patients with mobile Choyce-style anterior chamber lens, with discussion of corneal decompensation, cystoid macular edema, and iritis in these patients, and for prevention of the problem.